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Abstract: Fall incidents among the elderly often occur in the home and can cause serious 
injuries affecting their independent living. This paper presents an approach where data from 
wearable sensors integrated in a smart home environment is combined using a dynamic 
Bayesian network. The smart home environment provides contextual data, obtained from 
environmental sensors, and contributes to assessing a fall risk probability. The evaluation of 
the developed system is performed through simulation. Each time step is represented by a 
single user activity and interacts with a fall sensors located on a mobile device. A posterior 
probability is calculated for each recognized activity or contextual information. The output 
of the system provides a total risk assessment of falling given a response from the fall sensor. 

Keywords: ambient assisted living (AAL); fall detection; context recognition; multi- sensor 
fusion; dynamic Bayesian networks (DBN) 



1. Introduction 

Aging populations have been one of the main concerns in most developed countries during the last 
decade [1]. Most elderly people suffer from a wider spectrum of various diseases, and more emergency 
situations, such as falls, are likely to occur [2]. As a result, they need to be transported to the hospital. 
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observed and provided with medical help if their health condition is at risk. However, remote monitoring 
can help to prevent the described scenario, significantly reduce healthcare costs and, at the same time, 
maintain patient's independent lifestyle [3]. 

A growing trend in ICT is to combine monitoring components (e.g., sensors, actuators) into smart 
environments and carry out observations for people with multiple chronic conditions at home. Such 
systems are promoted in order to improve elderly patient's level of freedom and safety, which is one 
of the main issues in healthcare today. As fall injury is considered to be one of the most common 
and dangerous risks among the elderly population, it is reasonable that such fall detectors will also be 
integrated components in future smart homes. Today, the estimated fall incidence for both hospitalized 
and independently living people over 75 is at least 30% every year. Nearly half of nursing home residents 
fall each year, with 40% falling more than once [4]. These accidents can have both a physical [5] 
(often head injury) and psychological [6] (fear of falling) effect. Various methods have been proposed, 
including the smart home approach and wearable sensor monitoring. However, fall risk minimization is 
a complex problem and, therefore, requires a combination of measures to be applied. 

In the current research, we deploy a wearable fall sensor in a smart home environment containing 
environmental sensors, merge the data into a single system and perform reliable fall detection. The 
approach adheres to information fusion, which is the process of dealing with a combination of 
information collected from disparate sources into one coherent structure, and can be deployed by a 
system to make better decisions than from single source [7]. In this paper, both components operate 
independently of each other, but are fused using a dynamic Bayesian network (discussed in Section 3.3). 
The premise of the proposed method is an isolated fall detection algorithm, which is based on an 
Android mobile phone and operates as a wearable sensor. It has additional functionality for capturing 
physiological measurements, such as pulse and the oxygen saturation of the patient. A smart home 
environment represents the second component of the system and covers various aspects of a patient's 
daily monitoring. In this case, we are particularly interested in contextual data collected from the 
RFID readers, pressure mats, etc. These sensor readings are further transformed into separate activities, 
performed by users, fused with wearable sensor data and processed, resulting in a context-aware fall 
detection system. Work on the detection of the activities is presented in [8]. This paper's contribution 
is in the sensor fusion method implemented through a dynamic Bayesian network, which is commonly 
used for time series and statistical data. 

This work is part of the collaborative project, GiraffPlus (the study was partly financed by the 
EU-FP-7 project, GiraffPlus, and the Knowledge Foundation's research profile. Embedded Sensor 
Systems for Health (ESS-H)), which is focused on independent living for elderly people. As an 
example of an ambient assisted living (AAL) system, GiraffPlus implies various types of functionalities, 
including continuous monitoring, alarm generation or direct communication with remote caregivers [9]. 
It contains a combination of environmental and physiological sensors intended to capture most of the 
patients' activities and changes in lifestyle or health conditions. All the data are stored in the global 
database through a special middleware, connecting different components of the system. GiraffPlus 
system is a multi-functional model that can cover different types of monitoring scenarios and also 
includes a focus on fall detection. 
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The rest of this paper is organized as following. We start with related work, describing the latest 
developments in wearable sensors, smart home systems and their role in the fall detection area. We 
proceed with the main framework and system overview, where we present a sensor fusion algorithm 
based on a dynamic Bayesian network. This part is followed by evaluation work and consequent results. 
Finally, we conclude with the system functionality and future perspectives in Section 6. 

2. Related Work 

2.1. Context-Aware Fall Detection 

Smart homes are part of the ambient assisted living area, responsible for the continuous monitoring 
of elderly people in a comfortable home environment. In recent years, an increasing number of projects 
have been based on this approach utilizing various components and application purposes. For example, a 
special nutrition advisor was proposed as an attempt to improve the physical condition of elderly people 
with diabetes [10]. It demonstrates the possibility to improve the efficiency of nutritional management 
through deploying ambient intelligence systems. Moreover, Juan A. Botia, Ana Villa and Jose Palma 
presented their Necesity system, with adaptive monitoring capabilities and an exhaustive evaluation 
methodology that were integrated in the development process [11]. Researches in the eCAALYX project 
(Enhanced Complete Ambient Assisted Living Experiment) take 24/7 monitoring of healthy older people 
one step further by refining and making it available to older people with multiple chronic disease. A 
particular effort is made in communication with the user, deploying various sorts of interactive devices: 
a TV-based set top box system, customer-premises equipment and interactive TV [12]. It becomes clear 
that smart environments equipped with various sensors can potentially cover a significant number of 
health issues, providing essential information about patients' life status. 

In the current research, however, we are particularly interested in deploying contextual data for 
accurate fall detection. A similar approach was described in the article by Brulin et al. [13], where 
the main idea is to fuse different types of data source channels into a special architecture, which 
allows us to ensure a constant acquaintance of different information from Passive Infrared (FIR) 
detectors, thermopile or cameras. This developed system also performs on-line or posterior processing 
to derive the posture or orientation of the user and triggers an alarm in case of fall risk. Various 
attempts were made to improve this process by introducing additional sources of information, like 
surrounding audio captured by microphone arrays [14,15] or the current location of the user [16]. 
Alternatively, an RGBD-camera was deployed in the study by BinBing Ni et al. [17] for hospital fall 
prevention. To prevent potential falls, once the event of 'patient gets up from the bed' is automatically 
detected via a Microsoft Kinect sensor, nursing personnel is alarmed immediately for assistance. 
However, the contextual data approach lacks accelerometer measurements captured directly from the 
patients body, which makes the system incomplete. In a recent effort by Ferreira et al. [18], a fall 
prevention system makes use of collected data from sensors in order to control and advise the patient 
or even to give instructions to treat an abnormal condition to reduce the fall risk. Monitoring and 
processing data from sensors is performed by a smartphone that will issue warnings to the user and, 
in grave situations, send them to a caretaker. Moreover, the relationship between the acceleration of 
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the body's center of gravity during sit-to-walk motion and the process of falling is investigated by 
Shiozawa et al. [19]. The result of discriminant analysis by using indexes with a significant difference 
revealed a 90.3% correct prediction rate for falling. 

Wearable sensors with an inbuilt accelerometer can play an essential role as a complementary 
component for smart home environments and have recently been deployed for accurate fall 
detection [20]. In our case, a wearable device is replaced with a smartphone, which can serve as an 
accelerometer sensor and the gateway mode at the same time. 

2.2. Mobile Healthcare Integration 

With the recent development of the mobile market, smartphones are beginning to play an important 
role in modern healthcare systems [3]. New features create new opportunities to use smartphones 
or tablets for managing and presenting medical data. The list of possible applications has been 
growing along with market development: early detection of Alzheimer's disease [21], face-to-face 
communication between doctor and patient [20], complex activity recognition [22] and medicine intake 
assistance [23]. Modern smartphones equipped with an accelerometer sensor are also commonly used as 
fall detection tools [24-27]. They replace both the processing mode and a communication gateway, while 
maintaining a relatively small size. The choice of processing algorithm depends on the final application 
of the system and varies in different studies. Some of the recent implementation methods apply Gaussian 
distribution of clustered knowledge [28], neural network [29] and machine learning techniques [30]. 
However, most are initially based on three essential parameters associated with falls: impact, velocity 
and posture. According to a recent article, combining impact and posture, while analyzing the fall 
incident, is enough to create a reliable algorithm [31]. 

In our research, we deploy an isolated fall detection system, implemented on the mobile device as an 
element of the integrated smart home environment. A similar approach was adopted in several studies 
with the intention of combining contextual data with essential accelerometer measurements exploiting in- 
ertia and location sensors [32]. Qiang Li et al. [33] investigated a novel fall detection method that utilizes 
acceleration, posture and context information, where context can be presented by environmental sensors 
(room location or furniture positions) and personal profiles (e.g., health status and age). A wireless 
accelerometer, 3-D camera and microphone are simultaneously processed by Leone et al. to reach a 
better result in fall risk assessment [34]. All the presented studies, however, are lacking a reliable fusing 
technique, combining processing results from independent components. In work by Zhang et al. [35], 
an off-the-shelf programmable sensing platform, called Sun SPOT, is used for data recording. 
Context information is presented in several categories, covering the main aspects of elderly living: 
(1) physical activity; (2) physiological condition; (3) personal health record; and (4) location. Each 
category represents a separate variable or processing result (including a fall alarm from the isolated 
algorithm) and merged into a Bayesian network for further statistical analyses. The system's output 
represents a probability of the fall to occur, given the contextual information. The formulated approach 
provides a convenient tool for managing different data channels, but fails to consider time reference in 
the process. In many cases, most of the system elements directly depend on the their previous states, 
which should be taken into account. This requirement can be covered by introducing an extension to 
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regular probabilistic networks commonly addressed as dynamic Bayesian network, a statistical model, 
which has been previously deployed in a number of studies, including sensor fusion vehicle localization 
and road matching [36,37]. In Section 3, we show the method of managing multi- variant healthcare data 
with a dynamic Bayesian network and describe the framework of the developed system. 

3. Framework 

3.1. Mobile-Based Fall Detection System 

The first component of the integrated platform is the isolated fall detection system, which is 
implemented on the Android-based mobile device and operates as a wearable sensor. In our previous 
study [38], we deployed embedded a three-axis accelerometer, depicted in Figure 1, and designed a 
multi-functional application based on the Android operating system device. This application is able 
to carry out both activity and physiological data monitoring, with more than one process running 
simultaneously on the phone. Therefore, a simple, yet sufficient, algorithm with a low power 
consumption rate was created to satisfy these constraints. 

Figure 1. Smartphone coordinate axis. 



+ Y 




-Y 



The mobile device is located on the central part of the waist, corresponding to the body's center of 
gravity. For maintaining the acceleration axis, the device is fixed in a special phone case attached to 
the user's belt. The process is split into three main stages. The system starts to receive data from the 
accelerometer and calculates the overall acceleration value Act: 

Act = E[\vl - E[v'M.Va = sjal + al + 

where ax, ay, az correspond to acceleration along three axes of the smartphone coordinate system. 
If an impact is registered {Act > threshold) during the activities of daily living, we consider it a 
potential fall risk, pause the monitoring process and check the orientation of the phone. Using the 
same acceleration values, ax, ay, a^, we determine the device's Euler angles with respect to the Earth's 
gravitational attraction: 

roll = asini — ) 

gravity 
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A similar approach is used in games or bubble-level applications for smartphones [39]. Unlike 
methods utilizing only registered impact in acceleration, the developed algorithm deploys the current 
orientation of the body, which allows one to avoid alarms during high-impact activities (e.g., sitting 
in a chair, stumbling, rising out of bed, etc.). A combination of thresholds for roll and pitch angles 
corresponding to the horizontal position of the body triggers an alarm signal informing the user about 
the fall. Before forwarding this message to a smart home database, the algorithm complements an alarm 
with additional data. First, we deploy accelerometer values occurring during the impact in order to 
determine the fall's direction (forward, backward, left side, right side). Each direction corresponds to a 
particular combination of acceleration numbers along the axis (see Figure 1). Furthermore, physiological 
measurements are collected during the monitoring process as a complementary unit. Every time the 
system detects a fall, the last pulse and oxygen saturation value is attached and sent along with the 
person's location and fall direction number. The combination of the additional data can vary depending 
on application purposes and current set-up. The evaluation process in the fall detection area is based 
on a common approach, where young and healthy volunteers are asked to simulate falls multiple times in 
different directions [40]. We found a fair solution, which evaluates the system in a real environment and 
contains both regular movements and fall incidents. After personal consent, we asked seven volunteers 
with minor winter sports skills to wear the mobile fall detection system while performing ice-skating 
activity. Due to the lack of experience in this sport, falls occurred consistently, together with frequent 
and random motions of the torso. The proposed approach helps to test the system in situations close 
to real life when falls appear unintentionally. Besides, a fair amount of physical activity is involved in 
ice-skating, which can be considered as a stress test to avoid false positive results. All the volunteers 
performed from 15 up to 30 min of ice-skating during each session, which resulted in 50 falls overall. No 
participant was injured, and the experimental part finished successfully. The evaluation process resulted 
in 90% sensitivity, 100% specificity and 94% accuracy of the developed algorithm. 

However, these results cannot be entirely objective assuming that the final target users of the current 
project are elderly people. In this case, we have to deal with a different level of body motions, a higher 
risk of false positive alarms and data misinterpretation. Therefore, in order to guarantee the reliability of 
the final system and to account for the mentioned constraints, we integrated contextual data, collected in 
the smart home environment, in the common framework. 

3.2. Context Recognition 

In our case, contextual data are represented by a set of sensors located throughout an apartment, 
including PIRmotion, door contact, pressure mats and power usage detectors. A special context 
recognition system, designed and described by UUberg et al. [41], infers human activities from 
raw sensor data. The context recognition model consists of several independent modules, including 
preprocessing, inference and extraction modules. 

The preprocessing module fetches samples from the sensors located in the environment and builds a 
higher lever representation of the events that take place at home. For instance, a timestamped series of 
temperature readings can be "down- sampled" to a single or a set of temporal intervals, indicating that the 
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temperature was "high" during the corresponding periods of time. The preprocessing is the only module 
that fetches samples from the remote database [42]. 

The inference module infers activities from the intervals, previously generated by the preprocessing 
module. For instance, it can deploy the data coming from the temperature sensor mounted to a warm- 
water pipe to deduce that the inhabitant is showering. In this hypothetical case, a rule could define 
showering as an activity that occurred during "In_Bathroom"and contains "Temperature_High_Shower". 

Finally, the extraction module is responsible for generating time-lines that can be visualized for the 
user. Currently, this module supports only one type of extraction method, which simply extracts the 
maximum duration interval for an activity. We can illustrate a context recognition process on a simple 
example of how the activity of "cooking" can be inferred from intervals representing sensed data (see 
Figure 2). In order to infer the context, the generated set of intervals is combined with a model consisting 
of rules of the form: 

Cooking = Stove A Cooking During Kitchen 

These types of rules define abstract patterns of constraints in Allen's interval algebra [43]. The final 
output of the context recognition block is a set of activities of daily living (ADL), which are subsequently 
merged together with the isolated fall detection algorithm results (described in Section 3.1). We deploy 
a dynamic Bayesian network and design a specific system, configured according to our case, to perform 
multi-sensor fusion. 

Figure 2. Inferring "cooking" activity. 




► 

3.3. Dynamic Bayesian Network 

As was previously mentioned in Section 1, information fusion implies the combination, association 
and correlation of multiple data sources for better decision-making. Generally, this process can be 
described with the following formula: 

9 = F{Si, 5*2, Sn) 

where Si denotes disparate sensor readings, F is a fusion function responsible for merging data and 9 
represents the final output utilized for decision-making [7]. In our particular case, a dynamic Bayesian 
network (DBN) is deployed as a fusion method with probabilistic inference as a fusion function. The 
output, 9, is the posterior probability of the fall risk, which we try to infer. Unlike standard probabilistic 
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networks, DBNs are suitable for modeling dynamic events and are represented by directed graphical 
models of stochastic processes, which are defined by means of a directed acyclic graph (DAG) as follows: 

T 

P{Xt\Y,^,) = X[P{Xl\7^{Yl)) 

i=l 

where X{i,t),Y{i,t) represent hidden and observed nodes (variables) accordingly. A DBN model is 
made up of two interconnected time slices of a static BN, with parent nodes Pa(Y(j_()), either at time 
shce toxt — \ and the transition of BN, which satisfies the Markov process. The simplest kind of DBN 
is a hidden Markov model (HMM), which has one discrete hidden node and one discrete or continuous 
observed node per slice. It is depicted in Figure 3, where clear circles denote hidden layers and shading 
represents observed nodes. 

Figure 3. Hidden Markov model (HMM). 




The model is unrolled for three initial time slices, but the structure is assumed to repeat as the system 
is unrolled further. Normally, to specify a DBN, we need to define the intra-slice topology (connections 
between variables within one slice) and inter-slice topology (between variables from different slices), 
as well as parameters for the first two slices. The most common task within the Bayesian networks 
is to perform probabilistic inference using Bayes theorem; P(A|B) = P{A) ^^^^^ ■ At the same time, 
the graphical model mentioned above also specifies a complete joint probability distribution (JPD) over 
all of the variables. Given the JPD, we can answer all possible inference queries by marginalization 
(summing out over irrelevant variables). In the case of using DBN, the general inference problem is 
to compute P{X(i,tO)\y(:,tl : t2)), where X{i,t) represents the i—th hidden variable at time t and 
Y{:,tl : t2) represents all the observed variables ( evidence) between times tl and t2. In other words, 
we try to calculate the current state of hidden variable, given the evidence. Several special cases of 
interest can be used for this purpose, including filtering, Viterbi, prediction, fixed-lag smoothing and 
fixed interval smoothing. A final effort is made to determine the posterior probability representing a 
fall risk for subsequent decision-making. In the following section, we describe the representation and 
inference in the DBN in our particular case of multi-sensor fusion for home monitoring. 

4. System Integration 

Two independent components of the system described in Section 3 represent different source channels 
and provide incompatible outputs (see Figure 4). The wearable sensor operates on accelerometer data 
and generates alarms based on fall impact and orientation angles. Context recognition retrieves data from 
environmental sensors and infers regular ADLs. 

We deploy a statistical method described in Section 3.3 and combine both components into a single 
platform, based on a dynamic Bayesian network. In this case, each activity derived from the context or 



Sensors 2014, 14 



9338 



fall detection algorithm is represented by specific variables and comprises the evidence of the network. 
A preliminary list of ADLs that can be performed by the elderly and be detected by context recognition 
is introduced in Table 1 and contains: (1) SL, sleeping; (2) Sh, taking a shower; (3) C, cooking; 
(4) TV, watching a TV; (5) Tr, training, physical exercise; and (6) FA, fall alarm. 

One extra variable is derived from the isolated fall detection algorithm and included in the system as 
FE (fall event). In this way, we transform an alarm, based on accelerometer data, into a statistical unit 
and merge it with the rest of the system. In a similar way, we are able to introduce another variable 
based on physiological data collected from the medical sensor. Nevertheless, the research work in the 
GiraffPlus project is still in progress and a final list of activities is yet to be confirmed. The flexibility 
of the system, however, allows us to adjust parameters and include new variables as they are confirmed. 
Based on the outlook of the integrated platform, it is possible to establish the essential goal of the studies, 
which implies estimating fall risk probability or, in other words, calculating FA. 

Figure 4. The integrated system. DBN, dynamic Bayesian network; ADL, activities of 
daily living. 
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Table 1. Preliminary list of activities. 



Activity 


Abbreviation 


Details 


Sleeping 


SI 


pressure bed sensor + presence in the bedroom 


Showering 


Sh 


tap sensor + presence in the bathroom 


Cooking 


C 


stove sensor + presence in the kitchen 


TV watching 


TV 


TV sensor + presence in the living room 


Fall Alarm 


FA 


final indication of the fall 


Training 


Tr 


exercise machine sensor + accelerometer sensor 


Fall Event 


FE 


fall indication received form the phone-based detector 



As the initial step, we deploy the MATLAB DBN toolbox [44] provided by Kevin Murphy for 
building a statistical model. Commonly, DBN consists of the graph structure (visualized in Figure 5) 
and parameters (see Table 2). Following the standard approach specified in the hidden Markov model 
DAG, shaded circles represent observed variables, whereas clear ones are hidden nodes. As an initial 
step, we define all the intra- and inter-connections between each element within the network. Once the 
connectivities are set, we adjust parameters for the listed variables before executing the inference process. 
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The standard procedure implies forming simple conditional probability tables (CPT), which define 
the probability distribution of a node (e.g., random variable) given its parents. In MATLAB CPTs are 
stored as multidimensional arrays, where dimensions are arranged in the same order as the nodes. In 
this way, conditional tables for SI (see Table 2), for instance, are first indexed by FA and then SI itself. 
Hence, the child is always the last dimension. If a node does not have a parent (as node FA in our case), 
the CPT is represented by the prior vector containing the initial probability distribution. We also make a 
convention that false = 1 and true = 2, which makes a simple example of the conditional dependency for 
SI activity look as follows: Pr(Sl = true\FA = true) = 0.1. This equation corresponds to common 
life experience, indicating an extremely low chance of falling while the patient is asleep. 

Figure 5. The system's directed acyclic graph (DAG) unrolled for two time slices. 




Table 2. Conditional probabilities. 



SI 


FA 


Probability 


TV 


FA 


Probability 


1 


1 


0.4 


1 


1 


0.5 


2 


1 


0.6 


2 


1 


0.5 


1 


2 


0.9 


1 


2 


0.87 


2 


2 


0.1 


2 


2 


0.13 



Unlike simple Bayesian networks, DBN can contain variables that are inter-connected with their 
parents. In this case, we introduce additional CPT (see Table 3) for the nodes from the second time 
slice, which are modified based on the conditional dependencies between variables. In the following 
example, Sh activity is indexed by Tr, FA and then by Sh itself. The main challenge while forming CPTs 
is to assign the correct probability values for each variable. There are no precise statistical data covering 
the probability of falling, given that the person is performing any of the corresponding ADLs. We can 
consider a simple approach and assume that any frequent movement implies a higher chance of falls to 
occur. In other words, if the person is training, there is a higher risk for falling than if the same person is 
watching a TV. Therefore, we can utilize the accelerometer data and calculate the probabilities for each 
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activity in relation to an initially set value. This approach, however, is not taking into account patients' 
personal information, and the parameters may vary from one individual to another. Alternatively, it is 
possible to deploy DBN learning features and to perform system learning for parameter adjustment. In 
this way, we will be able to assign CPT values based on previous experience, which is considered as the 
future work of studies. 

Once the graphical structure and parameters are set, we can proceed with inferencing and use a 
previously developed network to find an updated state of the hidden variable subset, when other variables 
are observed. 

In DBN, this also means computing the probability P(X{i, tO) \y{:, tl : t2)), where X{i, t) represents 
the i-th hidden variable at time t and Y{:,tl : t2) represents the evidence between times tl and t2. If 
all the hidden nodes are discrete, as in our case, it is reasonable to apply the junction tree algorithm to 
perform inference. In order to avoid numerical underflow and decreased processing time, jtree is applied 
to pairs of neighboring slices at a time; this is implemented in jtree ^dbnJnf^engine from the same DBN 
toolbox [39]. 



Table 3. Conditional probabilities, including interconnections. 



Tr 


FA 


Sh 


Probability 


Tr 


FA 


C 


Probability 


1 


1 


1 


0.9 


1 


1 


1 


0.6 


2 


1 


1 


0.2 


2 


1 


1 


0.2 


1 


2 


1 


0.9 


1 


2 


1 


0.6 


2 


2 


1 


0.5 


2 


2 


1 


0.6 


1 


1 


2 


0.5 


1 


1 


2 


0.4 


2 


1 


2 


0.8 


2 


1 


2 


0.8 


1 


2 


2 


0.1 


1 


2 


2 


0.4 


2 


2 


2 


0.1 


2 


2 


2 


0.4 



5. System Evaluation 

5.1. MATLAB Simulated Model 

After creating a statistical model, we can perform the evaluation step, which is split into the 
simulation and demonstration part. In the first case, we deploy MATLAB functionality and unroll a 
previously created model for 100 time slices (the first 11 slices are shown on Figure 6) to simulate the 
monitoring process. 

This approach allows us to test the system in terms of a continuous monitoring process and check 
its efficiency in avoiding the actual risk of falling. We are not interested in fall mechanics or the 
health conditions of the patient, but the fall frequency and system reactions instead. Our goal is to 
show the flexibility of the algorithm regardless of the monitoring object or test environment. Therefore, 
all the elements and parameters of the model can be easily removed or adjusted depending on system 
configurations and the current monitoring state. 
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The choice of time slice unit is entirely subjective and can represent one minute, one hour or several 
hours, depending on current purposes and monitoring circumstances. Every slice contains a number of 
activities that could happen simultaneously during this period of time, including a fall event or every 
possible ADL. Our simulation scenario generates one single activity from context recognition per time 
unit with the fall event interfering every 10th time slice. In other words, every time step, we obtain only 
one observed variable and seven hidden nodes, which correspond to a system with a known structure, 
but partial observability. In this case, we can use the expectation maximization (EM) algorithm to 
find a (locally) optimal maximum likelihood estimate (MLE) of the parameters. Therefore, each step, 
we compute the expected values of all the nodes using an inference algorithm and, then, treat these 
anticipated values as though they were observed (distributions). As previously mentioned, the simulation 
method can help us to recreate continuous monitoring and avoid health risks during the experimental part 
of the studies. Nevertheless, it is technically randomized and, therefore, cannot completely correspond 
to the real- life scenario. 

Figure 6. Simulation process. 
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5.2. Demonstration Model 

We propose an alternative approach representing the monitoring procedure to overcome the random 
aspect of the MATLAB simulation process. It implies a short system demonstration, where raw 
acceleration data are collected, while a healthy volunteer performs regular ADLs. 

These data are subsequently deployed as the ground material for the evaluation process. Unlike 
the simulation method, all the activities are performed according to natural behavior and, therefore, 
allow us to avoid unrealistic sequences. In total, four different ADLs were executed during a short-term 
demonstration with two fall alarms triggered by the mobile phone-based algorithm, which is depicted in 
Figure 7. The first fall was registered during the "watching TV" activity (see Table 1) and was supposed 
to represent a false positive alarm. A similar scenario is likely to occur if the mobile device is exploited 
inappropriately by the patient or a technical error is affecting the algorithm. Therefore, it is essential 
to take into account context information and check the current activity of the user. The second (actual) 
fall was registered during the "training" activity and was performed by a volunteer without any health 
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issues. After short- term data collection and minor preprocessing, we deploy MATLAB functionality 
and proceed with sensor fusion. 

As a result, from both evaluation scenarios, we obtain the full observability of the system, 
indicating the probability of every event registered in the network for a particular time slice. 
However, our main interest is fall risk assessment, and therefore, it is essential to calculate 
P{FA\ADL) = P{FA)^^^^^^, the probability of FA, given any ADL, using the Bayes rule from 
Section 3.3; or, in the case of activity overlap, when more than one node becomes observed, we compute 
Pr(FA\C,TV,Tr, Sh, SI, FE), which is also known as "explaining away" or Berkson's paradox in 
statistics [45]. Moreover, computing the fall risk associated with context information and the isolated 
fall detector is not the only option provided by the system. We are able to estimate the probabilities 
for each event to occur, based on previously observed data, which gives an opportunity to perform 
parameter learning. 

Figure 7. System demonstration. 



Cooking 



Watching TV 



Training 




Sleeping 



13:50 13:55 
Data, samples 



B 

^ 0.4 - 



13:50 13:55 
Time, hours 



5.3. Fall Risk Probability Estimation 

The final step of the algorithm evaluation process implies calculating the FA probability value for 
each time step after performing the simulation and demonstration scenario. The estimated result after 
the MATLAB simulation process is summarized in Table 4. The outcome from both evaluation processes 
is depicted as a bar graph in Figure 8, where blue components represent the regular time slices and every 
10th element (in yellow) demonstrates how the probability is affected by the FE activity. 

We also set a fall risk level to indicate potential emergency situations. This level is a flexible 
parameter, which can be adjusted depending on the current user or monitoring scenario. According to 
the developed configuration, the integrated system manages only activity data, obtained from the context 
recognition module. At this stage, the inference algorithm provides probabihty estimation for the set of 
activities, based on their previous values and current configuration. 

Certain activities depend on their previous state or the previous state of their interconnected parent, 
which is reflected in corresponding conditional dependencies and specified in conditional probability 
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tables (see Tables 2 and 3 in Section 4). For instance, in our case, "sleeping" is likely to occur right after 
"shower" {Sh SI in Figure 5) and "shower" and "cooking" after "training" (Tr — )■ Sh, Tr — )• C). 
Besides, it is also highly unrealistic that two falls happen consequentially after each other, which is 
covered by the FA — )■ FA connection. 



Figure 8. Evaluation results, (a) Simulation results; (b) Demonstration results. 




(a) (b) 



Table 4. Simulation process summary. 



Activity 


Amount 


min. FA 


max. FA 


Average 


Alarms 


Sh 


28 


0.01 


0.53 


0.14 


0.2, 025, 0.53 


SI 


24 


0.05 


0.2 


0.14 


0.38, 0.4, 0.6 


c 


17 


0.09 


0.8 


0.29 


0.8 


TV 


12 


0.03 


0.23 


0.13 




Tr 


18 


0.24 


0.92 


0.58 


0.85, 0.9, 0.92 



Whenever FE activity is received, it implies that the physiological sensor registered an alarm. 
Subsequently, the DBN performs the multi-sensor fusion process, takes into account previously collected 
contextual data and calculates the final output based on both components of the monitoring system. 

Table 5. List of confirmed alarms. 



Time Slice # 


Formula 


Probability 


Previous event 


Following event 


30 


P(FA\Tr) 


0.92 


Sh 


Sh 


50 


P{FA\C) 


0.79 


C 


Sh 


70 


P(FA\Tr) 


0.85 


Tr 


Sh 


80 


P(FA\Tr) 


0.89 


C 


TV 



In the case of the simulation process, 10 alarms were received from the fall detector located on the 
phone, and only four of them were confirmed by the system. The list of confirmed emergency cases 
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is laid out in Table 5 together with the probability outcome and neighboring activities. In this way, we 
are able to eliminate all the false positive alarms generated by the wearable sensor (including alarms 
triggered during "showering" and "sleeping" activities) and improve the level of reliability of the fall 
detection algorithm. 

After processing the data collected during the demonstration, we performed a similar procedure 
for calculating the posterior probability of the fall risk. In this case, two alarms were subsequently 
triggered by the independent fall detector, and one of them was canceled after applying the DBN-based 
multi-sensor fusion. The first fall occurred during the "watching TV" activity and was faked by the user. 
Therefore, it received a low probability value and was classified as a false positive. The second alarm 
was registered during the training activity and represented an actual fall. It was confirmed by the system 
and can be subsequently processed and used to notify a caretaker. Apart from that, various sources of 
data combined into a single system provide different types of measurements and, therefore, processing 
opportunities for future research, which is discussed in Section 6. 

6. Conclusions and Future Work 

The initial goal of the studies implied the combination of various sensors based on a single platform to 
provide reliable and stable fall detection. We were able to deploy a phone-based wearable sensor together 
with contextual data and fuse the results from both sources based on a dynamic Bayesian network. This 
paper is an attempt to explore the benefits of applying a statistical method for the continuous monitoring 
of the physiological and contextual information for elderly home care. Therefore, the structure of the 
network corresponds to the predefined monitoring scenario, and the parameters are set according to 
subjective assumptions. 

The evaluation part of the study demonstrates that the suggested multi-sensor fusion approach is 
applicable for on-line monitoring and fall detection, disregarding the sensor features involved in the 
process. Assuming the flexibility of the algorithm, it can be equally applied to different sources of data 
after the simple adjustment of the appropriate parameters or introducing supplementary variables. With 
the current set-up, we were able to detect false positive alarms received from the isolated fall detection 
algorithm and provide thorough statistical information regarding the fall risk probability for the user. 

We also consider a number of improvements, which can be addressed as the future work of these 
studies. First, the possibility implies investigating the learning capabilities of dynamic Bayesian 
networks. Using its broad functionality, we will be able to assign CPT values automatically, detect 
similar patterns during monitoring and predict different types of alarms based on these data. Another 
opportunity to enhance the system can be found in deploying physiological data received from the 
medical sensors. In this case, professional doctors will be able to see correlations between the daily 
activity of the person, the amount of movement and essential health parameters. We believe this approach 
leads to a better understanding of the cause, nature and the consequences of falling among the elderly. 



Sensors 2014, 14 



9345 



Author Contributions 

Amy Loutfi and Gregory Koshmak proposed and formulated the initial idea. Gregory Koshmak 
and Maria Linden studied possible alternatives of system implementations. Gregory Koshmak built, 
designed and performed experimental simulation work and prepared the manuscript. Amy Loutfi and 
Maria Linden analyzed the final results and reviewed the manuscript. 

Conflict of Interest 

The authors declare no conflicts of interest. 
References 

1. Nations, U. World Population Ageing. Technical Report; Population Division: New York, NY, 
USA, 2009. 

2. Akner, G. Nutrition och Fysisk Funktion/Fysisk Aktivitet Hosaldre Personer. Technical Report; 
Orebro Universitet: Orebro, Switzerland, 2009. 

3. Boulos, M.N.K.; Wheeler, S.; Tavares, C; Jones, R. How smartphones are changing the face of 
mobile and participatory healthcare: An overview, with example from eCAALYX. Biomed. Eng. 
Online 2011, 10, doi:10.1186/1475-925X-10-24. 

4. Dai, J.; Bai, X.; Yang, Z.; Shen, Z.; Xuan, D. Mobile phone-based pervasive fall detection. Pers. 
Ubiquitous Comput. 2010, 14, 633-643. 

5. Sadigh, S.; Reimers, A.; Andersson, R.; Laflamme, L. Falls and fall-related injuries among the 
elderly: A survey of residential-care facilities in a Swedish municipality. /. Community Health 
2004,29, 129-140. 

6. Vellas, B.J.; Wayne, S.J.; Romero, L.J.; Baumgartner, R.N.; Garry, RJ. Fear of falling and 
restriction of mobility in elderly fallers. Age Ageing 1997, 26, 189-193. 

7. Zhang, Y; Ji, Q. Active and Dynamic Information Fusion for Multisensor Systems with Dynamic 
Bayesian Networks. IEEE Trans. Syst. Man Cybern. 2006, 36, 467-472. 

8. UUberg, J.; Loutfi, A.; Pecora, F. Towards continuous activity monitoring with temporal 
constraints. In Proceedings of the 4th Workshop on Planning and Plan Execution for Real-World 
Systems (ICAPS-09), Thessaloniki, Greece, 19-23 September 2009. 

9. Silvia, C.; Cesta, A.; Coraci, L.; Karlsson, L. GiraffPlus: Combining social interaction and long 
term monitoring for promoting independent living. In Proceedings of the 2013 6th International 
Conference on Human System Interactions (HSI), Sopot, Poland, 6-8 June 2013; pp. 578-585. 

10. Pulkkinen, T; Son, Y.-S.; Lee, J.; Lee, Y.-H.; Sallinen, M.; Park, J.-H. Progressive monitoring 
and treatment planning of diabetes mellitus in smart home environment. In Proceedings of the 
2013 IEEE International Conference on Consumer Electronics (ICCE), Las Vegas, NV, USA, 
11-14 January 2013; pp. 206-207. 

1 1 . Botia, J. A. ; Villa, A. ; Palma, J. Ambient Assisted Living system for in-home monitoring of healthy 
independent elders. Expert Syst. Appl. 2012, 39, 8136-8148. 



Sensors 2014, 14 



9346 



12. Kamel Boulos, M.N.; Lou, R.C.; Anastasiou, A.; Nugent, CD.; Alexandersson, J.; 
Zimmermann, G.; Cortes, U.; Casas, R. Connectivity for healthcare and well-being management: 
examples from six European projects. Int. J. Environ. Res. Public Health 2009, 6, 1947-1971. 

13. Brulin, D.; Courtial, E. Multi-sensors data fusion system for fall detection. In Proceedings of the 
10th IEEE International Conference on Information Technology and Applications in Biomedicine, 
Corfu, Greece, 3-5 November 2010; pp. 1^. 

14. Leone, A.; Diraco, G. A multi-sensor approach for people fall detection in home environment. In 
Proceedings of the Workshop on Multi-camera and Multi-modal Sensor Fusion Algorithms and 
Applications, Marseille, France, 18 October 2008; pp. 1-12. 

15. Doukas, C. Maglogiannis, I. Emergency fall incidents detection in assisted living environments 
utilizing motion, sound, and visual perceptual components. IEEE Trans. Inf. Technol. Biomed. 
2011, 15, 277-289. 

16. Lustrek, M.; Gjoreski, H.; Kozina, S.; Cvetkoviii, B.; Mirchevska, V.; Gams, M. Detecting Falls 
with Location Sensors and Accelerometers. In Proceedings of the Twenty-Third Innovative 
Applications of Artificial Intelligence Conference, Atlanta, GA, USA, 11-15 July 2010; 
pp. 1662-1667. 

17. Ni, B.; Dat, N.C.; Moulin, P. RGBD-Camera based get-up event detection for hospital fall 
prevention. In Proceedings of the IEEE International Conference on Acoustics, Speech and Signal 
Processing (ICASSP), Kyoto, Japan, 25-30 March 2012; pp. 1405-1408. 

18. Ferreira, B.N.; Guimaraes, V.; Ferreira, H.S. Smartphone based fall prevention exercises. 
In Proceedings of the 2013 IEEE 15th International Conference on e-Health Networking, 
Applications and Services (Healthcom 2013), Lisbon, Portugal, 9-12 October 2013; pp. 643-647. 

19. Shiozawa, N.; Aral, S. Gait analysis of sit-to-walk motion by using portable acceleration 
monitor device for fall prevention. In Proceedings of the lEEE-EMBS International Conference 
on Biomedical and Health Informatics (BHI 2012), Hong Kong, China, 5-7 January 2012; 
pp. 563-564. 

20. Bajorek, M.; Nowak, J. The role of a mobile device in a home monitoring healthcare system. In 
Proceedings of the 2011 Federated Conference on Computer Science and Information Systems 
(FedCSIS), Szczecin, Poland, 18-21 September 2011; pp. 371-374. 

21. Cheng, J.; Chen, X.; Shen, M. A Framework for Daily Activity Monitoring and Fall Detection 
Based on Surface Electromyography and Accelerometer Signals. IEEE J. Biomed. Health Inf. 
2013,77,38^5. 

22. Dembach, S.; Das, B.; Krishnan, N.C.; Thomas, B.L.; Cook, D.J. Simple and Complex Activity 
Recognition through Smart Phones. In Proceedings of the 2012 Eighth International Conference 
on Intelligent Environments, Guanajuato, Mexico, 26-29 June 2012; pp. 214—221. 

23. Smieee, J.K.Z.; Wang, M.-Y. Smart Phone Based Medicine In-take Scheduler, Reminder and 
Monitor. In Proceedings of the 12th IEEE International Conference on e-Health Networking 
Applications and Services (Healthcom), Lyon, France, 1-3 July 2010. 

24. Tacconi, C; Mellone, S.; Chiari, L. Smartphone-based applications for investigating falls and 
mobility. In Proceedings of the 5th International Conference on Pervasive Computing Technologies 
for Healthcare, Dublin, Ireland, 23-26 May 2011; pp. 258-261. 



Sensors 2014, 14 



9347 



25. Marinkovic, S.; Puppo, R. Implementation and testing of a secure fall detection system for Body 
Area Networks. In Proceedings of the 27th International Conference on Microelectronics (MIEL 
2010), Nis, Serbia, 16-19 May 2010; pp. 16-19. 

26. Crilly, P. ; Muthukkumarasamy, V. Using smart phones and body sensors to deliver pervasive mobile 
personal healthcare. In Proceedings of the 2010 Sixth International Conference on Intelligent 
Sensors Sensor Networks and Information Processing, Brisbane, Australia, 7-10 December 2010; 
pp. 291-296. 

27. Ketabdar, H.; Polzehl, T. Fall and emergency detection with mobile phones. In Proceeding of the 
Eleventh International Conference on Computers and Accessibility (ASSETS 2010), Orlando, FL, 
USA, 25-27 October 2009. 

28. Yuwono, M.; Su, S.W.; Moulton, B. Fall detection using a Gaussian distribution of clustered 
knowledge, augmented radial basis neural-network and multilayer perceptron. In Proceeding of 
the 201 1 6th International Conference on Broadband and Biomedical Communications (IB2Com), 
Melbourne, Australia, 21-24 November 2011; pp. 145-150. 

29. Dinh, C; Struck, M. A new real-time fall detection approach using fuzzy logic and a neural 
network. In Proceeding of the 6th International Workshop on Wearable Micro and Nano 
Technologies for Personalized Health (pHealth), Oslo, Norway, 24-26 June 2009. 

30. Albert, M.V.; Kording, K.; Herrmann, M.; Jayaraman, A. Fall classification by machine learning 
using mobile phones. PLoS One 2012, 7, doi:10.1371/joumal.pone.0036556. 

31. Bourke, A.K.; van de Ven, P.; Gamble, M.; O'Connor, R.; Murphy, K.; Bogan, E.; 
McQuade, E.; Finucane, P.; Olaighin, G.; Nelson, J. Evaluation of waist-mounted tri-axial 
accelerometer based fall-detection algorithms during scripted and continuous unscripted activities. 
/. Biomech. 2010, 43, 3051-3057. 

32. Gjoreski, H.; Lustrek, M.; Gams, M. Context-Based Fall Detection Using Inertial and Location 
Sensors. Ambient Intell 2012, 7683, 1-16. 

33. Li, Q.; Stankovic, J.A. Grammar-based, posture- and context-cognitive detection for falls with 
different activity levels. In Proceedings of the 2nd Conference on Wireless Health WH '11, San 
Diego, CA, USA, 10-13 Ocyober 2011. 

34. Leone, A.; Diraco, G.; Siciliano, P. Context-Aware AAL Services through a 3D Sensor-Based 
Platform. J. Sens. 2013, 2013, 1-10. 

35. Zheng, J.W; Wu, T.H.; Zhang, Y. A Wearable Mobihealth Care System support in Real-time 
Diagnosis and alarm. Med. Bio. Eng. Comput. 2007, 45, 877-885. 

36. Smaili, C. Multi-Sensor Fusion Method using Dynamic Bayesian Network for Precise Vehicle 
Localization and Road Matching. In Proceedings of the 19th IEEE International Conference on 
Tools with Artificial Intelligence, Patras, Greece, 29-31 October 2007. 

37. Cappelle, C. ; Najjar, M.E. Multi-sensors data fusion using dynamic bayesian network for robotised 
vehicle geo-localisation. In Proceedings of the 11th International Conference on Information 
Fusion, Cologne, Germany, 30 June-3 July 2008; pp. 1829-1836. 

38. Koshmak, G.A.; Linden, M.; Loutfi, A. Evaluation of the android-based fall detection system with 
physiological data monitoring. In Proceedings of Annual International Conference of the IEEE 
Engineering in Medicine and Biology Society, Osaka, Japan, 3-7 July 2013; pp. 1164—1168. 



Sensors 2014, 14 



9348 



39. Nelson, J. Using an Accelerometer to Classify Motion. Technical Report; CAPE Inc.: Norcross, 
GA, USA, 2001. 

40. Dinh, A.; Shi, Y.; Teng, D.; Ralhan, A. A fall and near- fall assessment and evaluation system. Open 
Biomed. Eng. J. 2009, 3, 1-7. 

41. Karsson, L.; Silva-lopez, L.; UUberg, J. D3.1 Context Inference and Configuration Planning 
Prototypes. Technical Report; GIRAFFPlus: Rome, Italy, 2012. 

42. Pecora, R; Cirillo, M.; Osa, F.D.; UUberg, J.; Saffiotti, A. A constraint-based approach for 
proactive, context-aware human support. J. Ambient Intell. Smart Environ. 2012, 4, ZAl-Zdl. 

43. Allen, J.F. Towards a general theory of action and time. Artif. Intell. 1984, 23, 123-154. 

44. Breu, F.; Guggenbichler, S.; WoUmann, J. The Bayes Net Toolbox for Matlab. Comput. Sci. Stat. 
2001, 33, 1024-1034. 

45. Roberts, R.S.; Spitzer, W.O.; Delmore, T; Sackett, D.L. An empirical demonstration of Berkson's 
bias. /. Chronic Dis. 1978, 31, 119-128. 

(c) 2014 by the authors; licensee MDPI, Basel, Switzerland. This article is an open access article 
distributed under the terms and conditions of the Creative Commons Attribution license 
(http ://creativecommons. org/licenses/by/3 . 0/) . 



